Mechanical aortic valve dysfunction due to biological glue.
We report a case of mechanical aortic valve replacement that was complicated by acute occlusion of one of the valve leaflets by the BioGlue (CryoLife Inc, Kennesaw, GA) that had seeped through the suture line on the aorta. This uncommon, but life-threatening complication is one that may go unrecognized, but is preventable.